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% Sp02

Test Length  0:20:54
Average Sp02  94.9%  Std Dev 1.5 Time below 87% 0:00:00 Total 02 Used 14252 L
Average HR 97 Std Dev 4.7 Time above 110 0:00:00 02 fmin 684 rl/min
Average BPM 245 Std Dev 8.0 Average Dose 28.4 ml
Average [E 1:2.4 % Doses in BB.7% of inhale 1%
# Missed Doses 3 % Doses Missed 0.59%
SpO2 Histogram
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Clinical Oxygen Dose Recorder
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1111 Date of Test 9/28/2009 2:00:31 PM
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Test Length  0:17:18
Average Sp02  5851% Std Dev 09 Time below 7% 0:00:00 Total 02 Used 28,789 L
Average HR 96 Std Dev 5.2 Time above 110 0:00:00 02/ min 1549 ml/min
Average BPM 248 Std Dev 97 Average Dose B5.0 ml
Average LE 1:2.0 % Doses in BB.7% of inhale 29%
# Missed Doses O % Doses Missed 0.00%
Sp02 Histogram
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